(D 



CASE REPORT 

cr^^ark Oticology ft Hematology 



TKMS 



http://dx,doi,org/10.3346/jkms.201 4.29.7.1 01 2 - J Korean Med Sci 2014; 29: 1012-1017 



A Case Report of Preoperative and Postoperative 7.0T Brain MRI 
in a Patient with a Small Cell Glioblastoma 



Sun Ha PaekJ Jae Ha HwangJ 
Dong Gyu KimJ Seung Hong Choi,^ 
Chul-Ho Sohn,^ Sung Hye Park,^ 
Young Don Son,"^ Young Bo Kim,"^ 
and Zang-Hee Cho"^ 

^Department of Neurosurgery, ^Department of 
Radiology, ^Department of Pathology Seoul National 
University Hospital, Cancer Research Institute, 
Ischemic/Hypoxic Disease Institute, Seoul National 
University College of Medicine, Seoul; "^Neuroscience 
Research Institute, Gachon University of Medicine 
and Science, Incheon, Korea 

Received: 14 October 2013 
Accepted: 8 January 2014 

Address for Correspondence: 
Sun Ha Pack, MD 

Department of Neurosurgery, Seoul National University College 
of Medicine, 101 Daehak-roJongno-gu, Seoul 110-744, Korea 
Tel: +82.2-2072-3993, Fax: +82.2-744-8459 
E-mail: paeksh@snu.ac.kr 

Funding: This study was supported by a grant of the Korea 
Healthcare Technology R8tD Project, Ministry of Health 8t 
Welfare, Republic of Korea (HI09C1 3540100, HI lOCi 4110400, 
HI12C02050101), the Korea Institute of Planning 8t Evaluation 
for Technology in Food, Agriculture, Forestry, and Fisheries 
(311011 -05-3-SB020), and the National Research Foundation 
(NRF), the Ministry of Education, Science, and Technology of 
Korea (2012-0006605). 

We thank Seung Leal Pack for the comments of the manuscript. 



A 45-yr-old female patient was admitted with one-month history of headache and 
progressive left hemiparesis. Brain magnetic resonance imaging (MRI) demonstrated a mass 
lesion in her right frontal lobe. Her brain tumor was confirmed as a small cell glioblastoma. 
Her follow-up brain MRI, taken at 8 months after her initial surgery demonstrated tumor 
recurrence in the right frontal lobe. Contrast-enhanced 7.0T brain magnetic resonance 
imaging (MRI) was safely performed before surgery and at the time of recurrence. 
Compared with 1 .5Tand 3. OT brain MRI, 7.0T MRI showed sharpened images of the brain 
tumor contexture with detailed anatomical information. The fused images of 7. OT and 1.5T 
brain MRI taken at the time of recurrence demonstrated no significant discrepancy in the 
positions of the anterior and the posterior commissures. It is suggested that 7.0T MRI can 
be safely utilized for better images of the maligant gliomas before and after surgery. 
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INTRODUCTION 

Since its clinical introduction in the 1980s, the high-field magnetic resonance (MR) 
scanners has been progressively developed to improve the signal-to noise ratio (SNR) 
and contrast susceptibility for the better human brain images (1, 2). The current use of 
higher-field MR scanners for brain tumors is limited to 3.0T because of technical and 
safety issues (3). There have been several reports of contrast- enhanced MR imaging 
(MRI) using high-field magnets such as 7.0T for the visualization of brain tumors in the 
rodent brain tumor animal model and some cases of human brain tumors (4-6). To our 
knowledge, however there was no report about the contrast- enhanced 7.0T MRI taken 
both before and after surgery in a patient with a gfioblastoma. Hereby we reported a 
case of small cell gfioblastoma in a 45-yr-old female patient with contrast- enhanced 
7.0T brain MRI taken before surgery and at the time of recurrence in comparison of 
1.5T and 3.0T brain MRI. 



CLINICAL PRESENTATION 



A 45-yr-old female patient was admitted with one-month history of headache and pro- 
gressive left hemiparesis (grade IVA^) on January 8th, 2010. T2-weighted imaging (T2- 
WI) and pre- and post-contrast Tl -weighted imaging (Tl-WI) obtained at 1.5T (Fig. 
lA-A^ D-D') and 3T (Fig. IB-B,' F-F') demonstrated a mass lesion in her right fi:ontal 
lobe. She had taken 7.0T MRI (Magnetom 7.0T, Siemens®) one day before initial sur- 
gery (Fig. IC-C; E-E; G-C). she underwent right fi:onto-parietal craniotomy and the tu- 
mor was subtotally resected (Fig. 2A, B). Her brain tumor was confirmed as a small cell 
gfioblastoma (Fig. 2C). The tumor was composed of less pleomorphic smaU astrocytic 
ceUs but had high mitotic rate (6/lOHPF), vascular endothefial hyperplasia and necro- 
sis. On fluorescence in situ hybridization study, neither Ip nor 19q deletion was noted 
but epidermal growth factor receptor (EGFR) gene amplification was robust (Fig. 2D). 
0^-methylguanin-DNA methylatransferase was not hypermethylated on methylation 
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Fig. 1. Brain MRIs taken before surgery in a patient witli small cell glioblastoma. Axial T2-WI of 1 .5T (A), 3.0T (B), and T2*-WI of 7.01 (C) brain MRIs with their four-times mag- 
nified images (A', B', and C) of quadri-angular areas demonstrate a multi-cystic mass lesion in the right fronto-parietal lobe. Irregular areas of heterogeneous signal intensity in 
the tumor area were best displayed on T2*-WI of 7.0T (C and C) brain MRI, presumably representing hemorrhage or tumor microvasculature. Coronal Tl Wl of 1 .5T (D) and 7.0T 
(E) brain MRIs with their four-times magnified images (D' and E') of quadric-angular areas show a ill-defined subcortical mass lesion in the right parietal lobe. The contrast-en- 
hanced TIWI of 1.5T (F) and 7.0T (G) brain MRIs with their four-times magnified images (F' and G') demonstrate irregularly rim-enhancing mass lesion in the right parietal 
lobe. A rim-enhancing mass lesion is more clearly defined with sharp margin from the surrounding compressed brain cortex in 7.0T brain MRI (G and G'). 
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Fig. 2. Postoperative skull AP (A) and lateral (B) views show the midline-crossing right fronto-parietal craniotomy site. H&E staining shows typical findings of a small cell glio- 
blastoma composed of less pleomorphic small astrocytic cells with high mitotic rate (6/lOHPF), vascular endothelial hyperplasia, and necrosis (C, magnification x 200) and the 
fluorescence in situ hybridization study of the tumor shows amplification of epidermal growth factor receptor (EGFR) gene (D, magnification x 200). 
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specific PGR study. She underwent concomitant conventional 
radiation therapy with temozolomide (75 mg/mVday) for 6 
weeks. But she had refused to receive booster temozolomide 
against medical advice. A follow-up 1.5T brain MRI; taken at 8 
months after initial surgery demonstrated tumor recurrence in 
the right frontal lobe adjacent to the anterior horn of the right 
lateral ventricle; remote from the original site (Fig. 3A, B; C). 
7.0T MRI (Magnetom 7.0T; Siemens®; ErlageU; Germany) was 
performed again one day before second surgery (Fig. 3D; E; F). 
Her recurrent brain tumor was histologically confirmed the 
same as the previous one, a small cell glioblastoma with EGFR 
gene amplification. After surgery she was treated with six cycles 
of avastin (10 mg/kg/day) and irrinotecan (120 mg/m^/day) ev- 
ery 2 weeks but succumbed to death due to tumor progression 
at 15 months after her initial surgery. 



We received the permission from the Korean Food and Drug 
Administration and the institutional review board of Seoul Na- 
tional University Hospital and the Neuroscience Research Insti- 
tute of Gacheon Medical Genter (IRB Number: 0802-046-234). 
A written consent was obtained from the patient. The 7.0T MRI 
(Magnetom 7.0T; Siemens®; Erlagen; Germany) at Neuroscience 
Research Institute of Gacheon University of Medicine and Sci- 
ence was used for imaging of the patient. The 7.0T magnet; with 
a clear bore of 90 cm; is equipped with a water cooled gradient 
and RF coils. The gradient system operates at 2;000 V/650 Amp 
with gradient amplitude of 40 mT/m, a maximum slew rate of 
200 mT/m/ms, and a minimum gradient rise time of 200 micro- 
seconds. A home-made 8 channel TX/RX coil was used. High 
resolution T2*-weighted images were acquired as the following 
scanning parameters: TR = 1;180 mS; TE = 17.1 mS; thickness = 




Fig. 3. 1 .5T and 7.0T brain MRIs taken at the time of recurrence in a patient witli small 
cell glioblastoma, 8 months after the initial surgery. T2WI and Tl Wl with contrast en- 
hancement of 1 .5T brain MRI (A, B, C) and 7.0T brain MRI (D, E, F) show a new en- 
hancing mass lesion in the right frontal lobe. More enhanced anatomical details of 
the brain tumor with surrounding normal structures are provided by 7.0 T MRI. The 
anterior commissure (AC) and posterior commissure (PC) are marked with cross lines 
in the fused images of contrast-enhanced axial Tl -Wl of 1 .5T (G and H) and 7.0T (I 
and J) MRI at the time of tumor recurrence, taken 8 months after initial brain surgery. 
Images of the 7.0T and 1.5T MPRAGE gadolinium-enhanced Tl -weighted MRI are 
co-registered by using a software, OnDemandSD™ (CyberMed, Seoul). All images are 
realigned to midsagittal AC-PC line. In the co-registered images of the 7.0T MRI and 
1 .5T MRI, there is no significant difference in the location of the AC and PC between 
1 .5T (G and H) and 7.0T (I and J) brain MRI taken at the time of recurrence . Differ- 
ence between locations of AC measured in 1 .5T and 7.0T image sets was 0.66 ± 
0.1 3 mm and PC was 0.62 + 0.08 mm. 
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1.5 mm, gap = 1.5 mm, flip angle = 30°, number of slices = 20, 
voxel size = 0.25 x 0.25 x 1.5 jiL, and matrix size = 704 x 1,024. 
Tl -weighted MRI was scanned before and after injection of a 
contrast agent. The Magnevist (Bayer healthcare Pharmaceuti- 
cals Inc., Berlin, Germany) was used as the contrast agent by 0.2 
mL/kg (0.01 mM/kg). Pulse sequence used was 3D MPRAGE 
(magnetization prepared rapid gradient echo) and the follow- 
ings are the scanning parameters: TR = 4,000 msec, TE = 4.39 
msec, TI = 1,100 msec. Thickness = 0.8 mm, flip angle = 10°, 
number of slice = 240, voxel size = 0.4 x 0.4 x 0.8 mm, and ma- 
trix size = 384 x 384. The 3.0T and 1.5T preoperative MRI were 
performed using a quadrature transmit-receive head coil. The 
3.0T MRI protocol included the following: axial unenhanced 
and enhanced Tl -weighted (TR = 600 msec; TE = 8.0 msec; flip 
angle = 90°) 3-dimensional spoiled gradient acquisitions with a 
section thickness of 5.0 mm, field of view of 24 cm, and matrix 
size of 384 x 192 and T2-weighted acquisitions (TR = 4,500 msec; 
TE = 104.4 msec) in the axial planes with a section thickness of 
5 mm, field of view of 24 cm, and matrix size of 448 x 256. The 
1.5T MRI protocol included the following: axial unenhanced 
and enhanced Tl -weighted (TR = 400 msec; TE = 8.0 msec; flip 
angle = 65°) 3-dimensional spoiled gradient acquisitions with a 
section thickness of 5 mm, field of view of 24 cm, and matrix size 
of 256 X 192 and T2-weighted acquisitions (TR = 4,000 msec; 
TE = 115.2 msec) in the axial planes with a section thickness of 
5 mm, field of view of 24 cm, and matrix size of 256 x 256. 7.0T 
axial images were co-registered to 1.5T axial images using a soft- 
ware, OnDemand3D™ (CyberMed, Seoul, Korea). Co-registra- 
tion was automatically performed by an algorithm based on the 
mutual information method. Locations of AC and PC, and tu- 
mor margins were compared in both image sets five times with 
the program of OnDemand3D™ (CyberMed, Seoul, Korea). 

Findings of 7.0T Brain MRI 

7.0T brain MRI with contrast enhancement was safely perform- 
ed before surgery (Fig. IC, E, G). Enhanced anatomical details 
of the brain tumor were provided by 7.0T MRI. The T2*- Weight- 
ed Image (T2*-WI) of 7.0 T brain MRI (Fig. IC) provided a sharp- 
er delineation of the central necrosis and hemorrhage in the 
peripheral parts of the tumor bed with detailed anatomical in- 
formation compared with the T2-WIs of 1.5T (Fig. lA) and 3.0T 
(Fig. IB) brain MRI. Irregular areas of heterogeneous signal in- 
tensity in the tumor area were best displayed on T2-WI of 7.0T 
brain MRI, presumably representing hemorrhage or tumor mi- 
crovasculature (Fig. IC). Fig. lA^ B,' and C which represent the 
four-times magnified vision of marked areas in Fig. lA, B, and 
C, respectively, shows fine intratumoral structures such as cyst 
walls or small vessels in T2*-WI of 7.0T MRI (Fig. iC) compared 
with those of the 1.5T (Fig. lA') and 3.0T (Fig. IB') brain MRIs. 
In the Tl-WI of 7.0T MRI (Fig. IE), we could clearly see hetero- 
geneous component of the brain tumor clearly delineated from 



surrounding compressed brain cortex whereas only low signal 
intensity regions are identified in the TIWI of 1.5T brain MRI 
(Fig. ID). Fig. ID,' and E' which represent the four- times magni- 
fied vision of marked areas in Fig. ID and E, respectively, re- 
veals better contrast between solid and cystic components, and 
more detailed intratumoral stuctures in Tl-WI of 7T brain MRI 
(Fig. IE') compared with that of 1.5T brain MRI (Fig. ID'). 

The contrast- enhanced Tl-WI of 7.0T brain MRI (Fig. IG) 
showed a clearly defined rim- enhancing mass lesion with sharp 
margin from the surrounding compressed brain cortex whereas 
only low signal intensity regions are identified in the contrast- 
enhanced Tl-WI of 3T brain MRI (Fig. IF). Fig. IF' and G' which 
represent the four-times magnified vision of marked areas in 
Fig. IF and G, respectively. When we have a close look at the 
Fig. IF' and G,' shows the better contrast between enhancing 
and non-enhancing portion in the contrast- enhanced TIWI of 
7.0T brain MRI (Fig. IG') than that of 3.0T brain MRI (Fig. IF'). 

Contrast-enhanced 7.0T brain MRI safely performed without 
any distortion caused by CranioFix®2 (Aesculap Inc. PA) at the 
craniotomy site (Fig. 2A, B) at the time of recurrence (Fig. 3). In 
comparison with 1.5T brain MRI (Fig. 3A, B, C), enhanced ana- 
tomical details of the brain tumor were provided by 7.0T MRI 
(Fig. 3D, E, F) as the same as the preoperative 7.0T MRI. 

We found that there was no significant discrepancy of the lo- 
cation of the AC and PC as well as the margin of the tumor in 
the right frontal lobe in the co-registered images of the 1.5T MRI 
(Fig. 3G, H) and 7.0T MRI (Fig. 31, J) talcen at the time of recur- 
rence. 

DISCUSSION 

We have demonstrated in this case that contrast- enhanced 7.0T 
MRIs were safely taken before surgery and at the time of recur- 
rence in a patient with a small cell glioblastoma. In the past, there 
were several anecdotic reports of high field MRI of 7.0T or high- 
er performed in a small group of normal subjects or patients (2, 
4-8). Thomas et al. (2) described the in vivo 7.0T MRI of higher 
signal-to-noise and novel contrast to provide enhanced scruti- 
ny of hippocampal anatomy with their micro-venous structures 
in six normal subjects. KoUia et al. (7) compared the 7.0T MRI 
with conventional 1.5T MRI in twelve consecutive patients with 
clinically definite multiple sclerosis. They have reported that ul- 
tra-high-field imaging of patients with multiple sclerosis at 7.0T 
MRI was well tolerated and provided better visualization of mul- 
tiple sclerosis lesions in the gray matter. 

There have been several reports of contrast- enhanced MRI 
using high-field magnets such as 7.0T for the visualization of 
brain tumors in the rodent brain tumor animal model and hu- 
man brain tumors (2, 4-8). Cha et al. (4) evaluated the growth 
and vascularity of implanted GL261 mouse gliomas by using 
7.0T MRI with conventional Tl- and T2-WI and dynamic, con- 
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trast- enhanced T2-WI in 34 C57BL6 mice at different stages of 
tumor development. Lupo et al. (5) assessed the feasibility of g 
Generalized Autocalibrating Partially Parallel Acquisition (GR- 
APPA)-based susceptibility-weighted imaging (SWI) technique 
at 7.0T in healthy volunteers and 11 brain tumor patients. They 
suggested that unique forms of contrast in 7.0T SWI may be 
useful for assessing response to both radiation and antiangio- 
genic therapies for patients with brain tumors (5). Moenning- 
hoff et al. (6) reported 7.0T MR findings of astrocytic brain tu- 
mors (WHO grades II- IV) in comparison with 1.5T MRI. They 
described that 7.0T MRI offers more detailed depiction of tu- 
mor microvascularity and necrosis within intracranial gliomas 
because of higher achievable spatial resolution and increased 
sensitivity for susceptibility contrast compared with 1.5T MRI 
(6). Pack et al. (8) reported pre- and post-contrast 7.0T MR find- 
ings of twenty-three patients with brain tumors (WHO grades 
I- IV) in comparison with 1.5T MRI. They described that the 
T2*-weighted images from 7.0T brain MRI revealed detailed 
microvasculature and the internal contents of supratentorial 
brain tumors better than that of 1.5T brain MRI. For brain tu- 
mors located in parasellar areas or areas adjacent to major ce- 
rebral vessels, flow-related artifacts were exaggerated in the 
7.0T brain MRIs. For brain tumors adjacent to the skull base, 
susceptibility artifacts in the interfacing areas of the paranasal 
sinus and skull base hampered the aquisition of detailed imag- 
es and information on brain tumors in the 7.0T brain MRIs in 
the study (8). 

However, there was no report about the 7.0T MRI with con- 
trast enhancement taken both before and after surgery in a pa- 
tient with a glioblastoma until now. Our study demonstrated 
that the contrast- enhanced Tl-WI of 7.0T MRI, using 3D MPRA- 
GE sequence can show detailed brain imaging of a small cell 
glioblastoma as Takeda et al. (9) reported the superiority of 3D 
MPRAGE in the brain tumor imaging. Geometric distortion due 
to static field and local susceptibility effects has been a major 
concern in high-field MRI (10). Despite these technical issues, 
we found that the co-registered 7.0T MRI have only a little dis- 
crepancy in the positions of the physiological landmarks such 
as AC and PC as well as the location and shape of the brain tu- 
mor fi:om 1.5T MRI. 

In conclusion, we report that 7T.0 MRI can be safely utilized 
before and after surgery for the treatment of a patient with a 
small cell glioblastoma. We think this case report is an impor- 
tant landmark for the clinical application of ultra-high field MRI 
in the field of neuro- oncology in near future. 
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